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OBJECTIVE

To investigate glycemic and psychosocial outcomes with hybrid closed-loop (HCL)
versus user-determined insulin dosingwithmultiple daily injections (MDI) or insulin
pump (i.e., standard therapy for most adults with type 1 diabetes).

RESEARCH DESIGN AND METHODS

Adults with type 1 diabetes using MDI or insulin pump without continuous glucose
monitoring (CGM) were randomized to 26 weeks of HCL (Medtronic 670G)
or continuation of current therapy. The primary outcome was masked CGM time
in range (TIR; 70–180 mg/dL) during the final 3 weeks.

RESULTS

ParticipantswererandomizedtoHCL (n561)orcontrol (n559).Baselinemean(SD)
age was 44.2 (11.7) years, HbA1c was 7.4% (0.9%) (57 [10] mmol/mol), 53% were
women, and 51% used MDI. HCL TIR increased from (baseline) 55% (13%) to
(26 weeks) 70% (10%) with the control group unchanged: (baseline) 55% (12%) and
(26 weeks) 55% (13%) (difference 15% [95% CI 11, 19]; P < 0.0001). For HCL, HbA1c

was lower (median [95% CI] difference 20.4% [20.6, 20.2]; 24 mmol/mol
[27, 22]; P < 0.0001) and diabetes-specific positive well-being was higher
(difference 1.2 [95% CI 0.4, 1.9]; P < 0.0048) without a deterioration in diabetes
distress, perceived sleep quality, or cognition. Seventeen (9 device-related) versus
13 serious adverse events occurred in the HCL and control groups, respectively.

CONCLUSIONS

In adultswith type 1diabetes, 26weeks ofHCL improved TIR, HbA1c, and their sense
of satisfaction frommanaging their diabetes compared with those continuing with
user-determined insulin dosing and self-monitoring of blood glucose. For most
people living with type 1 diabetes globally, this trial demonstrates that HCL is
feasible, acceptable, and advantageous.
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Despite recent significant therapeutic
advances for type 1 diabetes, only mod-
est improvements in glycemia, health,
and quality of life have been achieved
(1,2). Together with glucose monitoring,
intensive insulin therapy via multiple
daily injections (MDI) or continuous sub-
cutaneous insulin infusion (pump) is a
core strategy of current type 1 diabetes
management. However, maintaining op-
timal glycemia with manual determina-
tion of insulin dosing remains challenging,
and recommended targets are met by a
minority of people with type 1 diabetes
(3,4). Closed-loop (CL) systems with au-
tomated insulin delivery help address
these challenges. Hybrid CL (HCL) systems
involve automated basal delivery and a
user-initiated component for (meal or
high glucose correction) boluses (5).
Meta-analyses of early CL trials suggest
improved glycemia compared with man-
ual insulin dose determination (6,7). CL
research has greatly increased recently
(8).Randomizedtrialshaveshownglucose
benefitswithHCLover sensor-augmented
pump therapy for 3 and 6 months in
outpatient settings (9,10). However, most
previous HCL studies have incorporated
sensor-augmented pumps as the compar-
ator (6,7,9,10) and are of limited relevance
to the majority of people with type 1 di-
abetes globally. Continuous glucose moni-
toring (CGM)uptakehasbeen relatively low
worldwide, being highest in the U.S., where
;29% of adults with type 1 diabetes were
CGM users in 2018 (2), and lower in other
countries with limited reimbursement by
national authorities or health insurance
companies. For example, the Australasian
Diabetes Data Network reported in 2019
that only 13% of adults used CGM (11).
Consequently, most adults with type 1
diabetes managed with MDI or pump
undertake home self-monitoring of blood
glucose (SMBG).
Furthermore, studies to date have

focused almost exclusively on metabolic

outcomes in spite of recognition that
psychological and cognitive factors are
important in their own right and can
also influence glycemia, with associa-
tions between increasing diabetes-
specific distress and dysglycemia (12).
Inkeeping, somestudieshaveshownthat
use of diabetes technologies (including
short-term use of HCL) is associated with
reductions in diabetes distress (13,14).
Among adults with type 1 diabetes,
inadequate sleep quality has been as-
sociated with increased fear of hypo-
glycemia, greater nocturnal glycemic
variation, and reduced insulin sensi-
tivity (15,16), with experimentally in-
duced sleep deprivation producing
a prolonged state of cognitive impair-
ment and hypoglycemic symptoms post-
recovery (17). Therefore, HCL systems
will be of greatest benefit if, in addition
to improving glycemia, they also sub-
stantially reduce the psychological and
cognitive burden of living with type 1
diabetes. Messer et al. (18) have con-
ducted human-factors research in youth
using Medtronic 670G. Corresponding
research involving adults is lacking,
with longer-term intervention trials
needed focusing on both glycemia and
holistic outcomes such as psychosocial
well-being, sleep quality, and cognitive
function.

The first commercial HCL device is the
MiniMed 670G system, available since
2017 after U.S. Food and Drug Adminis-
tration approval based upon the findings
from an uncontrolled, pivotal study (19).
Randomized, controlled trial evidence
has not yet been published. Therefore,
we performed a randomized, controlled
trial comparing HCL with the MiniMed
670G system versus usual care (manually
determined insulin delivery by MDI
or pump without real-time CGM) over
26 weeks. We examined glucose out-
comes, psychosocial outcomes, cogni-
tion, and subjective sleep quality.

RESEARCH DESIGN AND METHODS

Study Design
We conducted an open-label, random-
ized, controlled, parallel-group clinical
trial (Australian New Zealand Clinical
Trials Registry ACTRN12617000520336)
at seven tertiary hospitals in Australia
comparing 26 weeks of HCL therapy with
continuing standard diabetes care (with-
out real-time CGM). The trial protocol
(20) was approved by a central Human
Research Ethics Committee (St Vincent’s
Hospital Melbourne), and governance
was provided at each participating cen-
ter. An independent Data Safety and
Monitoring Board (DSMB) provided trial
oversight.

The trial involved 16 study visits, in-
cluding run-in and intervention periods.
The run-in period was at least 5 weeks,
withdurationdependentonparticipants’
individual preexisting carbohydrate count-
ing and diabetes self-management knowl-
edge determining their training requirements.
During run-in, individualized education
was provided by diabetes nurse educa-
tors and dietitians regarding diabetes
self-management (including carbohydrate
counting and use of an insulin bolus dose
calculator). Participants using MDI were
given an Accu-Chek Aviva Expert meter
(Roche Diagnostics, Mannheim, Germany)
with in-built bolus dose calculator and
education regarding its use. Participants
using pumps used the pump’s bolus cal-
culator. After education, participants un-
dertook 3 weeks of baselinemasked CGM,
with a further 1–2 weeks if data were not
available for$70% of the time. After run-
in, participants were randomly assigned to
use an HCL system (HCL group) or to
continue their current diabetes therapy
(control group) for a 26-week period.

TheHCLgroupwas trained in theuseof
the MiniMed 670G system (Medtronic,
Northridge, CA) consisting of a glucose
sensor (Enlite 3) and transmitter (GST3c
MiniLink), coupled with an insulin pump
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incorporating a modified proportional
integral derivative algorithm with insulin
feedback (21). Target glucose is 120 mg/
dL,with an optional increased temporary
target of 150mg/dL. Either insulin aspart
or insulin lispro were used. Insulin bo-
luses to manage meal-related insulin
requirements and correction of elevated
glucose levels were initiated by the par-
ticipant, who entered an estimate of the
amount of carbohydrate to be consumed
into thepumpandchecked their capillary
blood glucose level; an individualized
insulin bolus was then advised by the
pump, with delivery initiated by the
participant. Control participants contin-
ued using their own personal insulin
delivery device for 26 weeks, in con-
junction with a bolus dose calculator
(integrated within either their insulin
pump or the glucose meter provided
during run-in) to assist withmeal-related
dose estimation. All participants wore
masked CGM (Guardian Sensor 3; Med-
tronic) to collect study outcome mea-
surements at three time points: baseline
prerandomization (for 3 weeks), mid-
study (for 2 weeks), and study end (for
3 weeks). For participants randomized to
HCL, themasked-CGMsensorwasworn in
addition to the 670G system’s real-time
CGM. Medtronic processed deidentified
masked-CGM recordings using internal
proprietary software and provided the
raw data set to the research team for
analysis. After completion of the final
participant, Medtronic provided the de-
identified CSV files of HCL pump down-
loads from randomization to study end to
the research team for analysis.
Adverse events were collected through-

out the trial. Reportable adverse events
included serious adverse events, severe
hypoglycemia (defined as hypoglycemia
requiring assistance from another person
to administer carbohydrate or glucagon
or take other corrective actions), keto-
acidosis, and adverse events occurring in
association with a trial device.

Participants
Inclusion criteria were: aged between 25
and 75 years; a clinical diagnosis of type 1
diabetes for at least 1 year; HbA1c level
#10.5% (#91 mmol/mol); and MDI or
insulin pump use. Purposive sampling
ensured at least 40% of participants
were on MDI or insulin pump. Exclusion
criteria were: current real-time CGM use
and use of any noninsulin glucose-lowering

agent within the preceding 3 months.
Complete eligibility criteria are provided
in Supplementary Table 1.

Randomization
Randomization of participants to HCL or
control post–run-in was via a central
electronic database, with 1:1 computer-
generated group allocation using minimi-
zation with three stratification variables:
proportion of time in glucose range 70–
180 mg/dL prerandomization (#50% or
.50%); insulin delivery modality at en-
rollment (MDI or pump); and trial site.
Clinical site investigatorswereresponsible
for trial implementation andmedical care
during the trial. Group allocation gener-
ation was designed by an investigator
without trial involvement at the clinical
sites. Allocation was masked to the trial
statistical team and to all investigators
undertakingdataand laboratory analyses.

Outcomes
The primary outcome was the percent-
ageof time that themaskedCGMglucose
measurements, at 23–26 weeks post-
randomization, were in the target range
of 70–180 mg/dL, termed time in range
(TIR). Secondary glucose outcomes in-
cluded: the proportion of time that glu-
cose was above and below thresholds
outside the target range, mean glucose,
glucose SD, coefficient of variation (CV),
and HbA1c. Glucose metrics were calcu-
latedseparately foroverall (0000–2359h),
daytime (0600–2359 h), and night-
time (0000–0559 h). HbA1c measure-
ment used laboratory Bio-Rad D-100
analyzers certified by the NGSP as having
traceability to the DCCT. These glucose
outcomes are consistent with those rec-
ommended by current consensus guide-
lines (22,23). Intermediate-term glycemia
(over;2 weeks) wasmeasured by serum
1,5-anhydroglucitol (GlycoMark, Inc., New
York, NY).

Nonglucose-relatedsecondaryoutcomes
included: clinical measures (change in total
daily dose of insulin and basal/bolus pro-
portions, change in insulin-to-carbohydrate
ratio, and change in body weight); psycho-
social measures (diabetes treatment satis-
faction [Diabetes Treatment Satisfaction
Questionnaires (DTSQs)], diabetes distress
[Problem Area in Diabetes scale (PAID)],
diabetes-specific positive well-being [four-
item subscale of the W-BQ28], and
diabetes-specific quality of life [DAWN2 Im-
pact of Diabetes Profile (DIDP)]); cognitive

functioning (Prospective and Retrospective
Memory Questionnaire [PRMQ]), and sub-
jective sleep quality (Pittsburgh Sleep Qual-
ity Index [PSQI]) (see published protocol
[20]). Safety outcomes were frequency of
severe hypoglycemia, diabetic ketoacidosis,
adverse events related to the trial device,
and any other untoward medical occur-
rence. Health economic outcomes, electro-
cardiograph profiles, and biomarkers of
novel vascular risk factors will be reported
separately.

Statistical Analysis
A sample size of 120 randomized in a 1:1
ratio (HCL/control) provides 80% power
with a type I error rate (two-sided) of 5%
to reject the null hypothesis of no be-
tween-group difference in the propor-
tion of TIR, assuming that the proportion
of TIRwith interventionwould be at least
5% higher than in the control group,
with a common SD of 9%, allowing for
a dropout rate of 10%.

Data from all randomized participants
were analyzed on an intention-to-treat
basis. Missing data were replaced under
a “missing at random” assumption and
were multiply imputed using a multivar-
iatenormalregression imputationmethod,
with imputations performed separately
for each treatment arm. Sensitivity anal-
yses of the primary outcome included
changing the missing data replacement
assumption to “missing completely at
random” and to “missing not at random”

as well as to the per-protocol population.
The primary and main secondary out-
comes are presented in this study. In
addition, a prespecified subgroup analysis
was undertaken according to baseline
insulindeliverymodality.Othersecondary
outcomes were analyzed separately after
thesemainanalyseswereperformed.Anal-
yses of data for key outcomes were val-
idated by an independent biostatistician.

To test for the effect of treatment
allocation on outcomes, an ANCOVA was
conducted, adjusting for treatment arm
and baseline percentage time in target
range.WhereANCOVAassumptionswere
violated, a rank-sum testwas performed.
Safety outcomes were analyzed as counts
of events for each treatment group and
the proportion of participants experienc-
ing at least one event in each treatment
group. The statistical analysis plan was
published prior to the completion of the
study visits (24). All P values are two-
tailed. Analyses were performed with
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STATA version 15.1, R version 3.5.2, and
R Studio version 1.2.5033.

Role of the Funding Sources
JDRF Australia provided input into the
trial design. The funders of the trial had
no role in data collection, data analysis,
data interpretation, or writing of the
report. The corresponding author had
full access to all of the data in the trial and
had final responsibility for the decision
to submit for publication.

RESULTS

Trial participants (n 5 150) were re-
cruited between 26 April 2017 and 24
January 2019. Between 28 June 2017
and 2 May 2019, a total of 120 partic-
ipants were randomized to the HCL group
(n 5 61) or the control group (n 5 59).
Sixty-four (53%) of the participants were

women. Participants’ ages ranged from
25 to 70 years, their duration of diabetes
from 1 to 59 years, and their HbA1c at
enrollment from 5.7 to 10.4% (39–
90 mmol/mol). Insulin pumps were be-
ing used by 59 participants (49%). The
baseline characteristics of the HCL and
control groups were balanced (Table 1).
In total, 110 randomized participants
completed the trial (Supplementary Fig.
1). Missing data for each of the out-
comes are presented in Supplementary
Table 2.

In the primary analysis of the entire
trial population (Table 2), the mean (SD)
percent TIR increased for those assigned
toHCL from55% (13%) at baseline to70%
(10%) at study end and remained un-
changed in control participants,with55%
(12%) at baseline and 55% (13%) at study
end (difference 15% [95% CI 11, 19]; P,

0.0001). There was no effect of sex on
primary outcome. In the complete case
population analysis (n 5 100), using a
missing-completely-at-random assump-
tion, the between-arm difference in TIR
at study end was 15% (14, 16) (P ,
0.0001). Sensitivity analyses of the pri-
mary outcome showed similar results:
the difference between arms after ad-
justment for stratification variables was
14.5% (10.7, 18.2), and withmissing data
imputed under a missing-not-at-random
assumption, the differences were 16.9%
(12.8, 21.0) and 12.7% (8.7, 16.8) for21
SD and 1 SD, respectively.

The treatment effect was evident at
3 months (Supplementary Table 3). All
secondary glucose outcomes at 26weeks
favored the intervention group, with less
time in each of the low and high glu-
cose ranges, lower mean glucose, lower
glucose SD and CV, lower HbA1c, and
higher 1,5-anhydroglucitol levels com-
pared with standard therapy (Table 2
and Fig. 1).

Total daily insulin dose did not change
between randomization and study end in
either group, and there was no between-
arm difference at study end. There was a
larger mean (SD) decrease in propor-
tional basal insulin use with HCL (HCL
25.4% [16.9%] vs. control 1.9% [8.2%];
P 5 0.0034) and a larger increase in
proportional bolus insulin use by study
end (HCL 5.0% [17.0%] vs. control21.6%
[8.1%]; P 5 0.0067). Body weight did
not change between randomization and
study end for either group. There was no
between-arm difference in change in
body weight at study end (P 5 0.77).

Psychosocial, cognitive, and sleep qual-
ity outcomes are presented in Table 2.
At 26 weeks, compared with the control
group, HCL participants had better di-
abetes-specific positive well-being (four-
itemsubscale ofW-BQ28: 1.2 [0.4, 1.9];
P 5 0.0048) and better diabetes-spe-
cific quality of life (DIDP: 20.3 [20.6,
0.0]; P 5 0.023). Diabetes treatment
satisfaction, diabetes distress, prospec-
tive or retrospective cognitive func-
tioning, and subjective sleep quality
did not differ at study end.

The total number of study visits (in-
person, e-mail, and phone) for HCL par-
ticipants was greater than for the control
group (median [interquartile range (IQR)]
31 [23, 38]vs. 19 [15,24] visits;P,0.001)
as was time spent with HCL partici-
pants for study activities, education,

Table 1—Participant baseline characteristics

HCL group
(n 5 61)

Control group
(n 5 59)

Age, years 43.7 (11.7) 44.7 (11.8)

Sex
Women 33 (54) 31 (53)
Men 28 (46) 28 (47)

Socioeconomic status of area of residence
in upper 50th percentile 48 (79) 52 (88)

BMI, kg/m2 26.8 (5.3) 26.0 (4.0)

Diabetes duration, years 24.0 (12.0) 24.1 (12.5)

Insulin delivery modality
Pump 31 (51) 28 (47)
MDI 30 (49) 31 (53)

Insulin TDD/weight (units/kg) 0.51 (0.41, 0.63) 0.54 (0.45, 0.66)

HbA1c at enrollment
% 7.8 (1.1) 7.7 (0.9)
mmol/mol 62 (12) 61 (10)

HbA1c at randomization
% 7.4 (0.9) 7.5 (0.8)
mmol/mol 57 (10) 58 (9)

C-peptide, pmol/mL 0.01 (0, 0.03) 0 (0, 0.01)

Carbohydrate counting 51 (84) 51 (86)

Microvascular complications: history 19 (31) 15 (25)

Macrovascular complications: history 4 (7) 6 (10)

Diabetic ketoacidosis: history of any
event during the preceding 12 months 2 (3) 2 (3)

Severe hypoglycemia: history of any event
during the preceding 12 months 8 (13) 6 (10)

Severe hypoglycemia: number of reported
events during the preceding 12 months* 1.5 (1, 5) 2 (1, 4)

Hypoglycemia awareness (Gold score) 3 (2, 4) 2 (2, 4)

Severe diabetes distress (PAID score $40) 15 (25) 12 (20)

Inadequate sleep quality (PSQI .5) 34 (55) 31 (52)

Continuous data are presented as mean (SD) or median (IQR). Categorical data are presented as
frequency (%). TDD, total dailydose.*Within subgroupofparticipantswhoexperiencedany severe
hypoglycemia event.
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and review of pump settings compared
with control participants (27 [21, 32] vs.
14 [11, 19] hours; P , 0.001).
Compared with those already using

pumps, participants using MDI at base-
line required twice as long to achieve
initial HCL activation (median [IQR] 28
[17, 35] days vs. 14 [9, 20] days, re-
spectively). In the prespecified sub-
group analyses by baseline insulin
delivery modality (MDI or pump), both
subgroups independently each had sim-
ilar, significant glucose benefits from
HCL (Fig. 2).

In the prespecified CGM analysis with
daytime and night analyzed separately,
the effect of HCL was evident for both
periods with higher TIR, less time in
hyperglycemia and hypoglycemia, and
lower mean glucose, glucose SD, and
CV. A slightly larger effect of HCL was
seen at night than daytime for these
parameters, other than mean glucose
(Supplementary Fig. 2).

Analysis of CGM and insulin delivery
data downloaded from the study pumps
indicate that TIR increased to 70% post-
randomization, which persisted until

study end (Supplementary Fig. 4), and
median (IQR) percent time CGM use was
84% (77, 89) with percent CGM time in
HCL of 89% (84, 93). Supplementary
Table 4 summarizes the CGM data
pre- and post-HCL activation, showing
that the increase in TIR occurred shortly
following HCL activation. Overall, the
median (IQR) percent time CGM use
from first HCL activation to study end
was 91% (84, 94), and percent CGM time
in HCL was 94% (89, 97). For those
assigned to HCL, the median number
of calibrations per day was 3.5 (3, 4).

Safety outcomes were monitored by
the DSMB; no trial intervention was
undertaken. The number of serious ad-
verse events after randomization by as-
signed group was 17 and 13 in the HCL
and control groups, respectively (Table
3). The number of severe hypoglycemia
events was eight and seven in the HCL
and control groups, respectively. Overall,
nine adverse events related to the trial
device: four were episodes of severe
hypoglycemia (two relating to the CL
algorithm; one after a prandial bolus
dose; and one overnight during open-
loop insulin delivery with low-glucose
suspend setting on); one was diabetic
ketoacidosis; twowereketosis secondary
to presumed insulin delivery line failure;
one was ketosis after multiple pump
suspensions; and one related to insulin
infusion set dislodgement.

CONCLUSIONS

In this report of the first randomized,
controlled trial with the MiniMed 670G,
we found that 26weeks of HCL improved
CGM TIR by 15 percentage points com-
pared with manual insulin dosing and
SMBG for adults with type 1 diabetes.
The comparator represents the current
standard of resource provision for the
majority of people with type 1 diabetes
globally (25). The 15% difference in TIR
translates to 3.6 additional hours per
day within the healthy glucose range
for HCL users compared with the con-
trol group. This TIR difference was
achieved by reductions in time above
and below predefined high and low glu-
cose thresholds, respectively, with HCL
improving all CGM parameters after the
26-week intervention. These improve-
ments in CGM parameters were signif-
icant when analyzed over the entire 24 h,
as well as during daytime and nighttime
separately.

Figure 1—Glucose levels with HCL vs. control. A shows sensor glucose during the final 3 weeks of
the trial. Linesdenotemedian values, and shaded regions represent IQRs. Participants randomized
to HCL therapy are shown by a red solid line; participants randomized to control (continuation of
usual diabetes therapy) are shown by a blue dashed line. B shows HbA1c. Boxes represent HbA1c
level at randomization, mid-study, and study end among participants assigned either HCL therapy
(red) or control (blue). The lines represent the medians, and the bottom and top of each box
represent the 25th and 75th percentiles.
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Analysis of downloaded pump data
revealed that CGM use, HCL activation,
and the TIR were durable. This contrasts
with retrospective audits of U.S. clinic
data in which significant discontinuation
rateswereobserved (26–28).Differences
in outcomes between our study and the
aforementioned audits may relate to
participant selection, the intensive edu-
cation(includingtrainingonrespondingto
alarms), level of health care professional
and technical support, unrestrictedaccess

to consumables, and improvements in
sensor configuration following the initial
rollout of the technology.

Themodest reduction inHbA1c of 0.4%
(4 mmol/mol) at 26 weeks reflected the
observed reduction in both hyper- and
hypoglycemia, as well as near-target
average prerandomization HbA1c. The
improvement (increase) in 1,5-anhydro-
glucitol levels likely reflects diminished
hyperglycemia, as the circulating levels
of this naturally occurring metabolically

inert polyol are lost via the urine with
hyperglycemia. Importantly, differences
in all measures of glycemia (CGM, 1,5-
anydroglucitol, and HbA1c), which vary
in location (interstitial fluid, serum, and
hemoglobin, respectively) and time frame,
are concordant and favor the HCL versus
control group.

The TIR of 70% observed with HCL
insulin delivery in this study was similar
to the 72% TIR reported by the MiniMed
670G safety study (19), as well as that
reported in 6-month studies by Kovatchev
et al. (9) (with 64% TIR using a Roche
Accu-Chek Spirit insulin pump or a
Dexcom G4 or G5 sensor with inControl
AP software) and Brown et al. (10) (with
71% TIR using a system comprising a
TandemDiabetes t:slimX2 insulin pump, a
Dexcom G6 sensor, and the Control-IQ
algorithm). The relatively greater im-
provement in overnight glycemia was
also consistent with results of shorter-
duration studies with various systems
reported in two meta-analyses (6,7).
This suggests that it is the conceptual
approach of automated insulin delivery
that has the major impact on glycemia
rather than any specific algorithm or
platform.

The control group in this trial reflects
current resource provision for glucose
management for the majority of adults
living with type 1 diabetes. In Australia,
where the trial was conducted, SMBG is
the only subsidized monitoring option
(regardless of mode of insulin delivery,
with exception of specific groups [e.g.,
,21 years of age and pregnancy, which
were exclusions in the present trial]). TIR
improvementwith HCLwas independent
of MDI or insulin pump use by partic-
ipants at enrollment. The equivalent
outcomes observed in each of these
subgroups supports the benefit of HCL re-
gardless of prior exposure to insulin pump
therapy. Provision of detailed educa-
tion during run-in regarding carbohydrate
counting and diabetes self-management
and the tools to facilitate prandial insulin
dose calculation to all participants en-
sured that study outcomes were not
influenced by differences in the ability
to self-manage prandial insulin dosing.
Our findings highlight that, with guidance
and support, adults with type 1 diabetes
whohad lesspretrial exposure todiabetes
technologiesexperiencedsimilarglycemic
benefits with HCL to those who had pre-
viously used insulin pumps, which refutes

Figure 2—Subgroup analysis by baseline insulin delivery. Forest plot of differences in sensor
glucose metrics at study end between participants assigned to HCL intervention vs. control,
presented by insulin delivery at enrollment (MDI, aqua; pump, purple). Percent time glucose mg/dL.
*Lines represent mean difference with adjustment for baseline values (95% CI). #Lines represent
median difference (95% CI).

Table 3—Safety outcomes: serious adverse events during randomized period

HCL group
(n 5 61)

Control group
(n 5 59)

Any serious adverse event
Number of events 17 13
Number of participants (%) 13 (21) 9 (15)
Number of events per 100 person-years 56 44

Severe hypoglycemia
Number of events* 8 7
Number of events related to study device 4 d

Number of participants (%) 6 (10) 3 (5)

Diabetic ketoacidosis
Number of events* 1 2
Number of events related to study device 1 d

Number of participants (%) 1 (2) 2 (3)

Any other untoward medical occurrence
Number of events* 8 4
Number of events related to study device 4 d
Number of participants (%) 7 (11) 4 (7)

*Including number of events related to study device.
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prior assumptions made by clinicians as
well as experiences of participants in a
shorter trial, some of whom expressed
that HCL could be “too big a step” (29,30).
Notably, even in a sample with near-

target baseline HbA1c, the improvement
in glycemia occurred with an increase in
diabetes-specificpositivewell-being.Par-
ticipants allocated HCL felt more positive
about their diabetes and experienced a
greater sense of satisfaction from man-
aging the condition comparedwith those
allocated to continue withMDI or insulin
pump. The absence of an increase in
diabetes treatment satisfaction or a re-
duction in diabetes distress in our trial
may be explained by the counterbalanc-
ing of potential benefits with the burden
of adding new technology to diabetes
self-management and/or trial protocol
requirements (26). This is consistentwith
someexperiences reported in qualitative
studies of HCL (30). While it is notewor-
thy that no deterioration in self-reported
sleep quality was detected in the partic-
ipants using HCL, this contrasts with the
improved nighttime glycemic metrics
observed in that group. It is possible
that, as with the diabetes burden and
treatment satisfactionmeasures, subjec-
tive sleep benefits weremasked by sleep
disruption from HCL therapy (31). The
absence of any detectable increase in
self-perceived memory failures among
those managing HCL is encouraging, as
these have been previously linked to
forgetting medication among adults with
type 1 diabetes (32). It is possible that
longer studies, resulting in greater famil-
iarity with HCL technology, could still
result in improvements in the nonglyce-
mic parameters discussed above.
Study strengths include a protocol

with the control group reflecting current
clinical practice, a holistic assessment of
outcomes, and the robust implementa-
tion in clinical centers by health profes-
sionals engaged in the day-to-day clinical
care of adults with type 1 diabetes.
Protocol implementation was standard-
ized across all seven sites. In this near-
clinical setting, the trial withdrawal rate
(8% postrandomization) was within the
expected level. The primary outcome,
measured with identical masked-CGM
systems for both the intervention and
control groups, ensured that collectionof
outcome data did not influence the par-
ticipants’ own responses to their glucose
levels. CGM outcome measurements in

the intervention group also did not im-
pact the CL algorithm controlling insulin
delivery, as a second independent sensor
was in place (in addition to the sensor of
the HCL system). Nonglucose secondary
outcomes that are highly relevant to the
health and lives of people with type 1
diabetes were robustly examined. Fi-
nally, the use of a commercially available
HCL system enables rapid translation of
study results into clinical practice.

There were limitations to the trial. As all
study sites were tertiary diabetes centers,
our study outcomes may not generalize
to implementation of the technology by
health care professionals with less type 1
diabetes technology experience or who
are based outside specialized multidisci-
plinary team centers. Control group par-
ticipants were not using real-time CGM,
which can improve TIR and reduce hypo-
glycemia (33–35). However, it should be
recognized that the most significant in-
cremental health care cost relates to CGM
provision and pump rather than incorpo-
rationof the algorithm itself into an insulin
delivery system. This protocol included a
single HCL system; the patient-reported
outcomes reflect the users’ experiences
with this specific system. Outcomes are
determined not only by device charac-
teristics, but also by engagement and em-
powerment of the person using the device.
While the implementation of the protocol
was standardized, the impactof variation in
the participants’ type 1 diabetes education
was not investigated formally.

A recent meta-analysis concluded that
CL systems ranked best out of type 1
diabetes management technologies for
TIR (36). However, we recognize that
many people with type 1 diabetes may
choose modes of insulin delivery (e.g.,
smart pens) and glucose monitoring (e.g.,
flash glucose monitoring) for reasons un-
related to glycemic management, such as
ease of use, comfort, intrusiveness, and
financial considerations (37). There is a
need for CL technology, including the user
interface, to evolve further to address
these needs. Subsequent refinements to
the Medtronic HCL platform have in-
cluded broadened glucose and insulin
delivery parameters permitting CL per-
sistence with fewer alarms, automated
correctionbolusesforhyperglycemia, lower
glucose targets, and nonadjunctive use of
sensor glucose (38), in addition to improve-
ments in sensor performance. The ultimate
CL goal is a system optimized to interface

seamlessly with the user’s needs while
minimizing both the physical and psycho-
logical burdenon thepersonwith diabetes.
There remains an ongoing requirement to
evaluate future CL enhancements over
longer periods and to include a range of
holistic outcomes. Moreover, there is
also a need for research to ensure that
the model of care supporting implemen-
tation of this important technology uses
resources effectively and enables people
with type 1 diabetes to use these devices
to their full potential so as to maximize
human health.
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